INTRODUCTION {#sec1-1}
============

Securing airway is a vital responsibility of anaesthesiologists. Recently supraglottic airway devices with a conduit for blind tracheal intubation are gaining popularity as a bridge connecting ventilation and intubation in all genres of patients. Laryngeal mask airways with intubation conduit are useful and are also recommended by \'All India Difficult Airway Association\' guidelines 2016.\[[@ref1]\]

A newer LMA called Tourens BlockBuster^®^ LMA invented in 2012 (Tuoren Medical Instrument co, Ltd, Changyuan city, China) has been gaining popularity to provide increased safety and quality of anaesthesia. Invented by Professor Ming Tian, it is advantageous in providing ventilation and increased green channel for intubation.\[[@ref2]\] The Fastrach^®^ LMA invented in 1997 (Teleflex Medical, Dublin, Ireland) is one such LMA specially designed for intubation. There are studies suggesting successful blind intubation in anticipated and unanticipated airways to be approximately 90-95%, with fewer incidence of complications.\[[@ref3][@ref4]\]

Many authors have studied the success rate of blind intubation via the BlockBuster^®^ LMA.\[[@ref2][@ref5]\] We chose blind tracheal intubation because design of both these devices allows for unobstructed passage of a tracheal tube and previous studies have demonstrated a favorable alignment with the glottis inlet. The purpose of this study was to compare the first pass success rate of blind tracheal intubation through BlockBuster^®^ LMA and LMA Fastrach^®^. The hypothesis of the study was that, because of higher airway seal pressure, lesser angle of emergence (30°) of endotracheal tube through the cuff of BlockBuster^®^ LMA and the unique tip of the Parker flexi tip tube to prefer nonresistant areas, we assumed a better success rate during blind tracheal intubation with BlockBuster^®^ LMA.\[[@ref5]\]

The primary aim of this study was to compare the BlockBuster^®^ LMA with LMA Fastrach^®^ in regard to first-attempt success rate of blind tracheal intubation. Secondary outcomes assessed were the ease, time, attempts and the success of the device placement, oropharyngeal seal pressure, fibreoptic grade of laryngeal view, along with the time for removal of the device after successful tracheal intubation.

METHODS {#sec1-2}
=======

This study was registered with Clinical Trials Registry-India (CTRI/2019/03/018250). After obtaining institutional ethical committee approval (SNMC/IECHSR/2018-19/A-77/1.1 and 11/02/2019), written informed consent was taken from all the 60 patients of American Society of Anesthesiologists (ASA) physical status I -II, modified mallampati classification (MMT) I-III, aged between 20 to 60 years undergoing elective surgeries under general anaesthesia between December 2018 and May 2019. Exclusion criteria included patient\'s refusal, mouth opening less than 2 cm, oropharyngeal pathology, morbid obesity, risk of regurgitation and pregnancy. The study was performed in accordance with the principles of the Declaration of Helsinki.

Patients were randomly allocated into two groups --Group B (BlockBuster^®^ LMA) and Group F (Fastrach^®^ LMA), with 30 patients in each group. Random allocation into these groups was done by computer generated random numbers. Group allocations were placed in sealed, opaque envelopes on initial randomisation. An anaesthesiologist with an experience of 25 successful insertions and intubations with both the devices performed blind tracheal intubation using either of the LMAs\'. The same anaesthesiologist performed all the intubations. Observation and data collection was done by an independent observer. Computer-based randomisation of the device assignment was revealed to anaesthesiologist just prior to the device placement. The entire study was not blinded.

Patients were kept nil by mouth (NBM) for 6 hours prior to surgery. Tablet alprazolam 0.5 mg was given for all patients orally one day before surgery. After arrival in the operating room, an 18G/20G peripheral intravenous catheter was inserted into patient forearm. Standard multichannel monitoring was used throughout the procedure, including non-invasive blood pressure (NIBP), electrocardiograph (ECG), pulse oximetry (SPO2) and end tidal carbon dioxide (ETCO~2~). Pre-medication was given with intravenous glycopyrrolate 0.2 mg, ondansetron 4mg, midazolam 0.02 mg/kg, fentanyl 2 μg/kg. All patients were pre-oxygenated with 100% oxygen for 3 minutes and anaesthesia induced with intravenous propofol 2 mg/kg in slow incremental dose and adequacy of mask ventilation noted.

After confirming adequate mask ventilation, vecuronium 0.1 mg/kg was administered for neuromuscular blockade. After 3 minutes, either of the devices was inserted using a midline insertion technique in neutral neck position for both the groups. The appropriate size of LMA was selected according to body weight. Size 3 for (30-50kg) and size 4 for (50-70kg) as per the manufacturers\' guidelines.\[[@ref4][@ref5]\] Adequate ventilation was confirmed by chest movements and ETCO~2~ waveforms. The lungs were ventilated with a mixture of oxygen and sevoflurane for an end-tidal concentration of 2%.\[[@ref6]\] Time required for insertion of LMA was defined from removal of facemask to the time where adequate ventilation as established through LMA with normal square wave capnogram. Adequate ventilation was defined by easy bag ventilation, bilateral equal air entry and absence of audible air leak around the cuff. Soon after the insertion, LMA cuff was inflated with air using Smiths cuff pressure manometer (Smiths Medical International Ltd. Boundary Road, Hythe, KentCT216JL, UK) as per recommendations, to a pressure of 60 cm H~2~O. The LMA was connected to the breathing circuit. The number of attempts for LMA insertion was noted. The ease of LMA placement was assessed using a subjective scale of 1-4 (1-no resistance, 2-mild resistance, 3-moderate resistance, and 4-inability to place the device).\[[@ref7]\] Successful placement was confirmed with the ability to achieve tidal volume of at least 7 ml/kg with a square wave capnogram. The oropharyngeal seal pressure was measured with expiratory valve closed and fresh gas flow of 3L/m until equilibrium was seen on the pressure gauge (not allowed to exceed 40cm H~2~O).\[[@ref8]\] The position of both the LMAs was determined by fibreoptic scopy as well. The position of BlockBuster^®^ was determined by a fibreoptic scope at a position 1 cm proximal to the distal end of the airway tube and in Fastrach^®^ tube score was assessed just when the fibreoptic scope elevated the epiglottis elevating bar.\[[@ref9]\] We used fibreoptic scope to assess the glottis visualisation score (Brimacombe score) and not for intubation. There are four grades: 1) only cords seen, 2) cords with posterior epiglottis seen, 3) cords plus anterior epiglottis seen, and 4) no cords seen, but function adequate.\[[@ref10]\] The anaesthesiologist who performed blind intubation through the LMAs was not aware of the fibreoptic score.

The time for successful tracheal intubation started when the endotracheal tube was inserted into the green channel of LMA until the confirmation through capnographic waveform.\[[@ref10]\] Intubation was performed blindly through the LMAs, using LMA specific tubes like BlockBuster^®^ tubes (Parker flex tip) and Fastrach^®^ tubes (armoured silicone tip). The number of intubation attempts were also noted. Time for first intubation attempt was measured, whereas time taken for second attempt was not assessed as it was not in our objectives as per the studies we referred.

For failed first attempt of blind intubation in Group B, second attempt was done by the same anaesthesiologist with a change in the technique applied.

For Group F, blind intubation in first attempt was done with Chandy manoeuvre which is a two-step approach. In step 1, the metal handle was used to rotate the device in sagittal and coronal plane to establish optimal ventilation with minimum resistance to bag ventilation and audible leaks during manual ventilation. Then the handle was held in this position to optimise the passage of tracheal tube. The second step was to use the handle to lift the LMA away from the posterior pharyngeal wall,\[[@ref11]\] if intubation failed in first attempt, second attempt was done using the manufactures guidelines for resistance encountered as mentioned below:

1)If resistance was felt after advancing the tube beyond the distal opening of the Fastrach^®^ airway tube, then the device was too small and a larger LMA was needed2)If resistance was felt within 1 cm while advancing the tube, the device was too large and a smaller Fastrach^®^ LMA was needed3)If resistance was felt at 2-2.5cm beyond the distal opening of the LMA, then there must be a down folding of epiglottis and was not within the reach of epiglottic elevating bar, in such case LMA was withdrawn and reinserted.\[[@ref11]\]

To avoid airway trauma, force was not used to advance the endotracheal tube. The numbers of intubation attempts were limited to three.

Following successful intubation, the device was removed based on the manufacturers\' recommendations using a removable stylet as a stabilising rod. Time for removal of the device started with disconnection of breathing circuit till ETCO~2~ waveform was observed. The intubation was stated as failed when it was not successful even after three attempts and if the tube was dislodged during the removal of LMA. At the end of the procedure, tube was removed if standard extubation criteria were met.\[[@ref12]\] Complications such as sore throat, blood staining on the device, vomiting, bronchospasm/laryngospasm, post extubation stridor etc., were noted.

We defined sore throat as pain, scratchiness or irritation of throat that often worsens on swallowing. Assessed by4 point scale, 1- No sore throat, 2- mild (complaints of sore throat only on inquiry), 3- moderate (complaints of sore throat without inquiry), and 4- Severe (sore throat with soreness and associated with throat pain). Nausea is defined as a feeling of sickness with an inclination to vomit. Vomiting is defined as forceful expulsion of contents of the stomach out through the mouth. Assessed by a 5 point scale, 0- no complaints, 1- mild nausea, 2- moderate nausea and vomiting, 3- frequently vomiting, and 4- Severe continuous vomiting. All these complications were assessed at frequent time intervals like immediate postoperative, every 15 minutes for 2 hours then 4^th^ hourly for 8 hours and then at 6, 12, 24 hours.

Sample size was calculated using Open Epi Software Version 2.3.1. At 95% confidence level, 80% power of study.

Yunluo LYU, Yaun Z *et al*.,\[[@ref13]\] conducted a study on application of BlockBuster^®^ LMA in urology surgery. Their main aim was to compare the success rate of intubation. The success rate of intubation through BlockBuster^®^ LMA was 90.5%. The anticipated difference in intubation success rate which was used for calculating sample size was 33.4%. Based on this study we choose intubation success rate as the primary criteria for calculating our sample size; which came as 29 in each group. We recruited 30 patients for each device within each group to increase power of the study and allowing for possible dropouts as shown in consort chart \[[Figure 1](#F1){ref-type="fig"}\].

![Consort chart](IJA-63-988-g001){#F1}

Data was entered in MS-Excel and analysed in SPSS V22. Descriptive statistics were represented with percentages, Mean with SD or Median with IQR depending on nature of the data. Chi-square test/Fisher Exact test, Independent *t*-test/Mann-Whitney U test were calculated. *P* \< 0.05 was considered as statistically significant. Kolmogorov-Smirnov normality test was applied for all the parameters.

RESULTS {#sec1-3}
=======

Demographic variables like age, weight, gender, ASA status and modified mallampati classification status were all comparable between the groups \[[Table 1](#T1){ref-type="table"}\]. Successful LMA device placement in both the Group B and Group F was achieved on first attempt in all 60 patients. The overall time for successful device placement in our study was similar in both the groups \[[Table 2](#T2){ref-type="table"}\].

###### 

Demographic characteristics of the patients

  Demographic data                Group B (*n*=30)   Group F (*n*=30)
  ------------------------------- ------------------ ------------------
  Age, years (mean±SD)            36±15              35±14
  Weight, Kg (mean±SD)            63±10              64±8
  Gender (male:female)            16:14              15:15
  ASA grade (I:II:III)            15:10:5            16:12:2
  MPC (I:II:III)                  12:12:6            10:12:8
  Duration of surgery (mean±SD)   112±10             100±14

\*ASA -- American Society of Anesthesiologists, \*MPC -- Mallampati Classification \*SD -- Standard deviation, \**P*\<0.05

###### 

Comparison of LMA insertion, tracheal intubation and Success rate between two groups

  Variables                                  Group B        Group F        *P*
  ------------------------------------------ -------------- -------------- -------
  Time for LMA insertion(s) (mean±SD)        12.2±1.5       12.1±1.5       1
  Ease of insertion (I/II/III/IV)            I/II (12:18)   I/II (16:14)   0.8
  Time for intubation(s) (mean±SD)           18±3           32±4           0.001
  Time for removal of LMA(s) (mean±SD)       33±2           45±4           0.001
  First pass successful intubation (%)       90 (27/30)     66.6 (20/30)   0.028
  Second attempt successful intubation (%)   6.6 (2/30)     23.3 (7/30)    0.037
  Overall success (%)                        96.6 (29/30)   89.9 (27/30)   0.3

\**n* -- Number of patients,\*LMA -- Laryngeal mask airway, \**P*\<0.05

There was a significant difference in the oropharyngeal seal pressure between the groups. It was 33.7 ± 1.8 cm H~2~O in Group B and 22.7 ± 1.5 cm H~2~o in Group F, *P* = 0.001 \[[Figure 2](#F2){ref-type="fig"}\]. The time for intubation was lesser in Group B (18.2 ± 2.7s) compared to (31.8 ± 3.9s) in Group F, *P* = 0.001 \[[Table 2](#T2){ref-type="table"}\].

![Oropharyngeal sealing pressure between Group B and Group F. *P* \< 0.005 significant](IJA-63-988-g002){#F2}

Success rate of first attempt, in Group B was 90% (27/30) and in Group F was 66.6% (20/30), *P* = 0.028. In second attempt, in Group B it was 6.6% (2/30), while in Group F it was 23.3% (7/30) \[[Figure 3](#F3){ref-type="fig"}\], *P* = 0.037. Overall success rate of intubation in both the groups is similar, *P* = 0.3. In Group B one patient (3.3%) and in Group F three patients (9.9%) required laryngoscopic intubation \[[Figure 3](#F3){ref-type="fig"}\]. The fibreoptic scoring system showed the glottis view through the fibreoptic scope was better with Group B compared to Group F \[[Table 3](#T3){ref-type="table"}\]. The time for LMA removal after intubation was significantly less in Group B (33.0 ± 2.1s) when compared to Group F (45.1 ± 4.4s), *P* = 0.001.

![First pass successful intubation between Group B and Group F](IJA-63-988-g003){#F3}

###### 

Assessment of LMA position by fiber optic scoring between two groups

  Fiberoptic position                      Group B        Group F
  ---------------------------------------- -------------- -------------
  I (Vocal cords not seen)%                3.3 (1/30)     10 (3/30)
  II (cords plus anterior epiglottis)%     20 (6/30)      23.3 (7/30)
  III (cords plus posterior epiglottis)%   30 (10/30)     50 (15/30)
  IV (only vocal cords) %                  43.3 (13/30)   16.6 (5/30)

Complications like incidence of sore throat in Group B and Group F 10% (3/30) and 53.3% (16/30) *P* = 0.003 respectively. Incidence of blood staining in Group B and Group F 3.3% (1/30) and 20% (6/30) *P* = 0.04 respectively, which was significant \[[Table 4](#T4){ref-type="table"}\].

###### 

Comparison of the incidence of complications between two groups

  Complications              No. of Patients   *P*            
  -------------------------- ----------------- -------------- -------
  Sore throat%               10 (3/30)         53.3 (16/30)   0.003
  Nausea and vomiting %      6.6 (2/30)        20 (6/30)      0.12
  Blood staining %           3.3 (1/30)        20 (6/30)      0.04
  Cough                      0                 0              
  Haemodynamic instability   0                 0              
  Laryngospasm               0                 0              
  Aspiration                 0                 0              

DISCUSSION {#sec1-4}
==========

In the present study, first attempt success rate of blind tracheal intubation was 90% in Group B similar to Yunluo *et al*.\[[@ref13]\] Unlike in our study, they did not mention the attempts taken for intubation. We also did fibreoptic assessment in our study which was not done in their study. Success of first attempt success in Group F was 66.6% similar Liu *et al*.\[[@ref14]\] However, the difference was that they did not do fibreoptic assessment of LMA position as done in our study.

Our results of first pass success do not correspond with Wang *et al*.\[[@ref15]\] because they compared intubation through BlockBuster^®^ LMA with respect to sevoflurane concentration which was not so in our study. The reasons for such high success rate of intubation through BlockBuster^®^ LMA is because of suitable anatomy and alignment of the LMA, the airway tube is \>95° angulated and short which aligns with the oropharyngeal curve. Parker flex, inverted tip of BlockBuster^®^ tube helps to overcome impingement of the tube to the anterior tracheal wall during intubation that finds a way in the least resistant areas and the angle made by the BlockBuster^®^ tube while coming out of the cuff is around 30° while it is 40°in Fastrach^®^ LMA \[[Figure 4](#F4){ref-type="fig"}\] as stated by Su K *et al*.\[[@ref16]\]

![Angle of emergence of endotracheal tube from the cuff of LMA. (a) Fastrach^®^ LMA, (b) BlockBuster^®^ LMA](IJA-63-988-g004){#F4}

The overall success rate of insertion of the devices in both the groups was 100% which was similar to various previously conducted studies.\[[@ref13][@ref17][@ref18]\] Both the devices were easy to insert with grades being 1 or 2 similar to previous studies.\[[@ref14][@ref15]\]

Time for intubation was significantly less in Group B than Group F. The reason for lesser time for intubation in Group B is evident based on the shape and anatomy of the LMA and short airway tube. Our results are similar to previous studies.\[[@ref13][@ref14][@ref17][@ref18]\]

Oropharyngeal seal pressure is often used as a surrogate marker for the quality of the airway seal. The clinical implication of higher seal pressures is that such devices provide better and higher peak inspiratory pressures and aid in positive pressure ventilation. In this study the Group B demonstrated higher seal pressures than Group F. The seal pressures were similar to previous studies.\[[@ref13][@ref15][@ref16]\] The reason for such high seal pressure is because of an additional dorsal cuff of BlockBuster^®^ LMA which improves seal ability and may reduce the risk of aspiration.

The fibreoptic score of glottis visualisation through LMA was found to be better with BlockBuster^®^ LMA similar to Wang *et al*.\[[@ref15]\] and Keller C *et al*.\[[@ref19]\] The time for removal of LMA was lesser with Group B when compared to Group F. The reason for delay in removal of Fastrach^®^ LMA could be the J shape of the LMA, which if stuck in oropharynx could make it difficult taking more time for removal.

The supraglottic injury score or complication rates like sore throat were less in Group B when compared to Group F because of low resistance exerted by BlockBuster^®^ tube during passage causing reduced subglottic mucosal injury. The results were similar to Su K *et al*.\[[@ref16][@ref20]\] study.

Although BlockBuster^®^ LMA and Fastrach^®^ LMA have similar overall success rate of intubation, BlockBuster^®^ LMA is the preferred choice, because it provides quick and reliable security of airway with good sealing capacity, making it useful for positive pressure ventilation. It has less pharyngeal stimulation causing lesser post use complications. In addition to all this it has extubation capability which helps in safer extubation, with fewer complications.

The significance of our study lies in the fact that although we did blind intubation, we confirmed the actual position of both the devices through fibreoptic scopy so that failure in intubation is not because of faulty position of our devices.

The limitations of this study are that our sample size is less; a higher sample size may be needed to confirm the outcomes. We could not do blinding in our study, so there could be bias. We used a standard scale for assessing the ease of LMA insertion, but it is a subjective scale.

Future scope: Although BlockBuster^®^ LMA came to existence from 2013, very few Chinese studies and no Indian studies are available. More studies need to be done comparing various intubation devices. Our study outcomes can be implemented in normal as well as ASA III and IV (respiratory compromised) patients such that morbidity due to failure in intubation and prolonged apnoea time can be reduced. Patient stay in hospital can also be reduced as airway morbidities lessen.

There are no systematic reviews to refer to with BlockBuster^®^ LMA. Our study outcomes can be implemented for further systematic reviews or meta-analysis.

CONCLUSION {#sec1-5}
==========

BlockBuster^®^ LMA provides higher success rate of blind tracheal intubation with fewer complications like sore throat and blood staining.
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